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Preface 



This report of the National Council on Radiation Protection and 
Measurements, which supersedes NCRP Report No. 34, is concerned 
with structural shielding design and evaluation for medical installa- 
tions utilizing x rays and gamma rays of energies up to 10 MeV. The 
report contains recommendations and technical information as well 
as a discussion of the various factors which must be considered in the 
selection of appropriate shielding materials and in the calculation of 
the barrier thickness. 

Recent availability of new data used to calculate the shielding 
requirements has resulted in revision of some of the shielding re- 
quirement tables set out in Appendix C. Specific values of the param- 
eters used in the formulation of the tables are explicitly given. The 
calculational procedures are presented in such a manner as to facili- 
tate their use in deriving customized shielding requirements not to be 
found in the tables. An adjunct to the report presenting full sized 
reproductions of the curves for barrier requirements is also an inno- 
vation for the NCRP. 

This report is mainly intended for radiological physicists, radiolo- 
gists, and regulatory personnel who specialize in radiation protec- 
tion. Sections of the report should be of interest also to architects, 
hospital administrators, and others who are concerned with the plan- 
ning of new radiation facilities. 

The present report was prepared by the Council's Scientific Com- 
mittee 9 on Medical X- and Gamma-Ray Protection Up to 10 MeV 
(Structural Shielding Design). Serving on the Committee during the 
preparation of this report were: 

John P. Kelley, Chairman 

Members Consultants 

Robert O. Gorson David Keasey 

Antolin Raventos Raymond Wu 

The Council wishes to express its appreciation to the members of 
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1. Introduction 



This report, which supersedes NCRP Report No. 34 [l] 1 , presents 
recommendations and technical information related to the design and 
installation of structural shielding. It includes a discussion of the 
various factors to be considered in the selection of appropriate shield- 
ing materials and in the calculation of barrier thicknesses. It is 
mainly intended for radiological physicists, radiologists, and regula- 
tory personnel who specialize in radiation protection. Sections of the 
report should be of interest also to architects, hospital administrators, 
and others who are concerned with the planning of new radiation 
facilities. 

The concept of Maximum Permissible Dose Equivalent (MPD) as 
expressed by the NCRP, i.e. the maximum dose equivalent that 
persons shall be allowed to receive in a stated period of time, has been 
used as the basis for the recommendations in this report. The numeri- 
cal values of the maximum permissible dose equivalents (see Table 1, 
Appendix C) are such that the probability of adverse biological effects 
is extremely low and is considered to present an acceptable risk. The 
MPD values used in this report are those agreed upon by the NCRP at 
the time of publication of this report. They are considered reasonable 
in light of the present scientific knowledge concerning the biological 
effects of ionizing radiation, and constitute acceptable standards for 
the use of ionizing radiation with safety. They are not limits above 
which biological damage can be assumed. In addition to specifying 
values for the Maximum Permissible Dose Equivalent, the NCRP 
recommendations call for radiation exposure to be kept at a level "as 
low as practicable" (or at the lowest practicable level). This subject is 
dealt with in detail in NCRP Report No. 39 [2], For the purposes of 
this report, maximum average weekly exposure values of 100 mR for 
radiation workers and 10 mR for other workers have been selected for 
shielding design. These numerical values should not be interpreted 
as an alternate definition of their MPD. In most instances shielding 
design for radiation workers can be based upon an average weekly 
exposure value less than the 100 mR maximum average weekly 
exposure (e.g., 10 mR average weekly exposure) without an objection- 

1 Figures in brackets indicate the literature references listed on page 109. 
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roentgens of exposure may be considered numerically equivalent to 
the number of rads of absorbed dose in tissue or the number of rems of 
dose equivalent. 

Terms used in the report are defined in Appendix A. Since, how- 
ever, recommendations throughout the report are expressed in terms 
of shall and should, the use of these terms is explained here: 

(1) Shall indicates a recommendation that is necessary to meet the 
currently accepted standards of radiation protection 2 . 

(2) Should indicates an advisory recommendation that is to be 
applied when practicable 2 . 



2 In the following sections of this report, the words "shall" and "should" are 
italicized to emphasize that they are being used in the special sense conveyed by the 
explanation given here. 
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Fig. 2-1. Elevation view of radiation room and its surroundings with indication 
of distances of interest for radiation shielding calculations. A is the radiation source, 
M the patient, and C and E positions that may be occupied by persons. 



required. Some of the physical factors used in determining the barrier 
requirements for beam sources are shown in Figure 2-1. The source at 
A, surrounded by its protective housing 5 , emits a beam of x or gamma 
radiation directed at the patient, M. This beam is attenuated some- 
what as it passes through the patient; it is usually attenuated much 
more by the primary protective barrier before irradiating a person at 
position C, at a distance rf pri from the radiation source. 

The leakage radiation from the protective housing and the radia- 
tion scattered by the patient are attenuated by the secondary protec- 
tive barrier before irradiating persons at position E, at a distance of 
d sec from the source and the patient. Radiation scattered from the 
primary protective barrier may also reach position E. However, the 

5 The source is usually contained in a protective housing with the shielding 
material close to the source. The thickness of the shielding material required to 
obtain a given attenuation is essentially independent of its distance from the source. 
However, by placing the shielding close to the source, the surface area (and hence the 
volume and weight of the shield) is smaller than if the shielding were to be placed at a 
greater distance. 
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Tables 5 through 24 (Appendix C) give, directly, the minimum 
barrier requirements for typical radiation installations and can be 
used in most cases. The numerical value of the barrier thickness 
required has been rounded-off to the nearest 0.05 mm of lead and 0.5 
cm of concrete for peak x-ray tube potentials up to 300 kV and to the 
nearest 0.5 cm of lead or concrete for peak x-ray tube potentials 
greater than 300 kV. In special cases, where the tables do not include 
the necessary values of the parameters, computation of the barrier 
requirements is necessary. Appendix B outlines the computations 
required and illustrates how the values given in the tables of Appen- 
dix C were obtained. 

The equations used for computation of barrier requirements and 
the tabular values obtained from them assume that only one primary 
source is producing the radiation exposure at a given point. If more 
than one primary source can contribute to such an exposure, the 
pertinent tabular barrier requirements must be increased. For exam- 
ple, suppose that two sources could contribute to the exposure in a 
room. The barriers should be increased so that the exposure from both 
does not exceed the design exposure limit. If the sources are of similar 
energy, this is usually done by adding a half-value-layer to the 
barrier requirement calculated for each source independently. Under 
this condition each of the sources contributes one-half of the design 
exposure limit. However, if the radiation energy of one of the two 
sources is substantially less than the other, the required degree of 
protection may be achieved more economically by increasing the 
calculated barrier thickness for the lower energy source by several 
half-value-layers. 



3.2 CHOICE OF MATERIAL / 9 

shielding material for barriers for x rays from machines operating at 
300 kV or below. However, changing economic conditions and local 
price variations may negate this rule for specific cases. Careful 
economic comparisons should be made in cases where the economic 
choice is not obvious. 
3.2.1 Lead. Lead can be installed in many ways and in different 

forms. 

(a) Sheet Lead. Sheet lead is commercially available in thicknesses 
from less than a millimeter to about a centimeter (about V32 inch to 
3 /s inches) 6 . Its flexibility permits it to be installed on curved or 
irregular surfaces. It can be nailed in place, although care must be 
taken to avoid sagging that would result if the spacing between nails 
were too great. Nail holes may result in significant radiation leaks. 
In such cases the holes should be covered with supplementary lead. 
Where the edges of two lead sheets meet, continuity of shielding shall 
be ensured at the joints by a sufficient overlap of the lead sheets or by 
the use of a cover strip over butt joints (see Section 4). The principal 
disadvantages of sheet lead are that it is not self-supporting and it is 
easily damaged. For these reasons, it is usually necessary to cover 
sheet lead with some form of wallboard, tile or plaster. 

(b) Lead-lined Wallboard. Plywood, pressed wood or other vegeta- 
ble fiber board sheets are commercially available with sheet lead 
firmly cemented to one side or laminated between sheets of the 
material. A variety of finishes is available and the sheets are readily 
installed with lead-lined strips of the same material covering the 
joints. Such wallboards may be removed and re-installed at a new 
location, a distinct advantage for temporary x-ray installations. 

(c) Lead-lined Lath. Lead-lined lath is similar to lead-lined wall- 
boards except that the lead is bonded to a perforated board to which 
plaster will adhere. 

(d) Lead-lined Blocks. Lead-lined blocks, consisting of two cinder 
or concrete half-blocks with sheet lead sandwiched between them, are 
commercially available in the same size as standard blocks. In the 
use of lead-lined blocks, the lead sheets shall have sufficient overlap 
at the joints. (See Section 4.) The shielding afforded by the concrete or 
cinder block component supplements that of the lead and may be 
considered in shielding design. Lead-lined block partitions offer the 
advantages that they are relatively simple to construct, particularly 
in a new building; they provide considerable structural strength, and 
may be surfaced in the usual manner by the application of plaster or 
other conventional wall finishes. 

6 See Table 26 (Appendix C) for the relationship between thickness and weight per 
unit area of lead. 
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composition similar to that of concrete but may differ in density. Thus 
the concrete thickness values indicated in Appendix C must be ad- 
justed for the difference in density to obtain the same required weight 
per unit area. 

Hollow blocks of cinder, gypsum or similar materials may also be 
used for shielding if appropriate allowance is made for the voids. The 
concrete equivalence of the block may be estimated on the basis of the 
thickness and density of the thinnest solid part of the block. The 
actual equivalence will be somewhat greater depending upon the 
particular geometry. 

Plaster containing barium provides higher attenuation than com- 
mon plaster and has been used for low voltage x-ray installations. Its 
disadvantages are that considerable care is necessary to ensure uni- 
form density, it is more apt to develop cracks with age than common 
plaster and the cost of installation is higher. 

3.2.4 Steel and Other Materials. The use of steel for shielding is 
generally advantageous where space is limited or where structural 
strength is of major importance. Thick steel plates are sometimes 
used in megavoltage facilities. Conventional steel partitions and 
doors may, in some cases, serve as secondary protective barriers for 
low voltage installations where the shielding requirements are mini- 
mal [5]. 

Earth or sand fill may sometimes be used to advantage for shield- 
ing purposes. Provision shall be made, however, to ensure that the 
shielding material remains in place. 

It is generally impractical to use wood products for shielding pur- 
poses due to the great thicknesses required. 

3.2.5 Transparent Materials. 

(a) Plate Glass, The use of ordinary plate glass (density 2.5-2.7 g 
cm -3 , refractive index 1.5-1.6) for shielding is generally advanta- 
geous only where the protection requirements are minimal. Since its 
composition is comparable to that of concrete, the thickness indicated 
for concrete in the tables may be used, with a density correction, for 
determining the shielding requirements [6], Multiple thicknesses of 
plate glass have been employed in megavoltage installations. In such 
cases, an optically clear fluid having a suitable index of refraction, 
such as glycerin or mineral oil, should be used in the space between 
the glass plates to decrease the reflection from the interfaces and 
thereby increase light transmission. The light reflection losses may 
be reduced by more than a factor of ten by the use of such optical 
fluids. 



4. Shielding Details 



4.1 General 

The shielding of the radiation room shall be so constructed that the 
protection is not impaired by joints, by openings for ducts, pipes, etc. 
passing through the barriers, or by conduits, service boxes, etc. 
embedded in the barriers. Doors (or other means of access to the 
room) and observation windows also require special consideration to 
ensure adequate protection without sacrifice of operational efficiency. 
These and related problems are considered in detail in this section. 

It is important that the shielding be designed and installed 
properly; corrections made after the room is completed can be expen- 
sive. It is often impractical to make an overall experimental determi- 
nation of the adequacy of the shielding prior to the completion of the 
building construction and the installation of the radiation equipment; 
however, shielding voids may be detected by the use of a suitable 
portable x-ray or gamma-ray source. Periodic visual inspection dur- 
ing the entire construction period is recommended in any case. Some- 
times properly constructed shielding is later impaired by the removal 
of part of it for the installation of ducts and recessed boxes in walls, 
ceilings and floors or of hardware in lead-lined doors. 

While specific recommendations are given, alternate methods of 
shielding may prove equally satisfactory. From the point of view of 
radiation protection, the particular method used is not important 
provided that the radiation survey of the completed installation 
establishes that the structural shielding is adequate. 



4.2 Joints 

The joints between lead sheets should be constructed so that their 
surfaces are in contact and with an overlap of not less than 1 cm (V2 
inch) or twice the thickness of the sheet, whichever is greater. 
Welded, or burned, lead seams are satisfactory if the lead equivalence 
of the seams is not less than that required of the barrier. 

Protective barriers of solid block (or brick) construction should 

13 
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Fig. 4-2. Typical lead baffles under doors exposed to the useful beams generally 
not required for diagnostic installations. 



(1) energy of radiation 

(2) orientation and field size of useful beam 

(3) size and location of opening in the protective barrier 

(4) geometrical relationship between radiation source and opening 

(5) geometrical relationship between opening and persons, materi- 
als or instruments to be protected. 
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Fig. 4-4. Typical baffle design for openings in secondary protective barrier. 

from the finished floor 9 , openings in the walls above this height 
generally do not require radiation baffles. For orthovoltage (150 kV to 
500 kV) and megavoltage installations, the wall shielding should 
extend to the ceiling barrier or to the roof, necessitating baffles for 
ducts, conduits, etc. passing through the walls. Where ducts termi- 
nate at a grille in the wall surface of a primary protective barrier, a 
lead-lined baffle may be required in front of the grille; the baffle must 
be at a sufficient distance to permit adequate flow of air and must 
extend far enough beyond the perimeter of the opening in order to 
provide the required degree of protection. This is illustrated in Fig- 
ures 4-6 and 4-7. 

9 This height has been chosen because the height of the x-ray source and of most 
individuals is less than 2.1 m (7 feet). 
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Fig. 4-7. Typical baffle design for openings in primary protective barrier for 
orthovoltage installations. 

Service boxes, conduits, etc. imbedded in concrete barriers may 
require lead shielding to compensate for the displaced concrete. For 
example, if the outside diameter of a steel conduit is large 10 , if the 
conduit passes through the barrier in line with the useful beam, or if 
the concrete does not fit tightly around the conduit, compensatory 
shielding is required. 

Where supplementary lead shielding is required, its thickness 11 

10 The conduit size not requiring compensatory shielding depends on radiation 
energy and type of barrier. Usually conduits 5 cm (2 inches) O.D. or less, do not 
require lead or other additional shielding. 

11 For such conduits it is usually practical to wrap the conduit with lead of half the 
total thickness required. 
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Fig. 4-9. Typical maze design for megavoltage therapy installation. The door 
and window are exposed only to radiation which has been scattered at least twice. 

should be at least equal to the lead equivalence of the displaced 
concrete. The lead equivalence of the concrete will depend upon the 
energy of the radiation and may be obtained from the ratio of the 
TVUs shown in Table 27 (Appendix C). The shielding should cover 
not only the back of the service boxes, but also the sides, or extend 
sufficiently to offer equivalent protection. This is shown in Figure 4-8. 
As illustrated in Figure 4-8, conduits passing through the barrier 
should have sufficient bends to reduce the radiation to the required 
level. 



4.4 Access to Radiation Room 12 

Various methods are used for providing access to the radiation 
room. The most convenient is achieved by means of a door leading 
directly into the room. In the case of megavoltage installations, 
however, such a door requires heavy shielding, even when located in 
a wall exposed only to leakage and scattered radiation; it may weigh 
several tons and require an expensive motor drive; it will also require 
means for emergency manual operation. A maze arrangement gener- 



12 See Section 5.3.2 for design of control booths located within the diagnostic room. 
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Fig. 4-11. Alternate lead glass observation window design for megavoltage in- 
stallations. 

special problems. Such windows are generally located in concrete 
protective barriers. To obtain a maximum field of vision for a given 
size window, the wall around the window is usually bevelled off on 
the radiation room side. The lead glass, therefore, must be mounted 
in a shielded frame which compensates for the reduced concrete 
thickness. Two typical designs are shown in Figures 4-10 and 4-11. 
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min) the maximum milliampere rating of diagnostic equipment does 
not affect the shielding requirements. Studies of the use of radio- 
graphic and fluoroscopic x-ray equipment indicate that the weekly 
workload seldom exceeds 1000 mA min and 1500 mA min, respec- 
tively [4], Table 2 (Appendix C) shows typical workloads for various 
types of installations. These values should be used when specific 
information is not available. 

The increased use of x rays for diagnostic purposes during the 
recent decades has not resulted in proportionally higher workloads. 
This is due to the employment of more sensitive x-ray films, intensi- 
fying screens and other image recording devices. In addition, the 
newer and more involved diagnostic procedures require more prepa- 
ration time, thus reducing the number of examinations that can be 
carried out in a room in a week. 

The majority of radiographs are taken with tube potentials consid- 
erably less than 100 kV. To simplify shielding design, however, an 
operating potential of 100 kV is usually assumed; this, in general, is a 
safe assumption and yet does not increase significantly the cost of 
shielding. When potentials greater than 100 kV are used, the in- 
creased barrier transmission is normally offset by a reduction in the 
workload. At higher kilovoltage, fewer milliampere-seconds are re- 
quired for a given radiographic procedure. The barrier thickness 
specified in Table 5 (Appendix C) for a weekly workload of 1000 mA 
min at 100 kV will provide essentially the same degree of shielding 
for a weekly workload of 400 mA min at 125 kV or 200 mA min at 150 
kV. 

5.1.3 Unprocessed Film Storage. Protection of unprocessed x-ray 
films during storage requires special consideration since an exposure 
of less than 1 mR over a portion of the film may produce undesirable 
shadows. The exposure limit will depend upon the film type and the 
energy of the radiation. When films are stored in areas adjacent to an 
x-ray room it is usually necessary to provide more shielding than that 
required for personnel. This is particularly important when unproc- 
essed films are stored for extended periods of time or when stored 
above the height of the shielding. Table 6 (Appendix C) gives the 
barrier thicknesses required to reduce the exposure to 0.2 mR for 
various workloads, distances, and storage periods. 

5.1.4 Room Lighting. In fluoroscopic rooms utilizing image intensi- 
fiers, the general room illumination should be controlled from within 
the room by means of a dimmer. Such devices should also be provided 
in radiographic rooms that utilize a beam defining light. When direct 
fluoroscopic viewing is used, low intensity red lights are required to 
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Fig. 5-1. Typical designs of control stations. 



exposure to the useful beam or scattered radiation, electrical inter- 
locks shall be provided to ensure that exposures cannot be made when 
the door is open. 

Provision shall be made for the operator to observe and communi- 
cate with the patient from a shielded position at the control panel. 
When an observation window is provided, it shall have a lead equiva- 
lence at least equal to that required of the partition (or the door) in 
which it is located. The exposure switch shall be so arranged that it 
cannot be conveniently operated outside the shielded area [9]. 

An efficient traffic pattern for the operator and easy communica- 
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secondary barriers. However, in most new construction, the saving 
obtained by limiting the primary protective barrier to only a section 
of the wall is insignificant compared with the need for special care 
during construction and future restrictions on use of the room. See 
Section 5.3.2 for protection requirements for operator's control posi- 
tions. 



5.5 Cystoscopic Installations 

In cystoscopic procedures, the direction of the useful beam is gener- 
ally at the floor or at one wall. Therefore, a primary protective 
barrier 15 is required for the floor and for the one wall. Only secondary 
protective barriers are required for the ceiling and other wall areas 
not exposed to the useful beam. See Section 5.3.2 for operator's control 
station protection requirements. 



5.6 Surgical Suites 

Structural shielding shall be provided when radiographic proce- 
dures are routinely performed in the operating rooms. If the workload 
is low, masonry building construction may provide sufficient shield- 
ing. It is often advisable to provide a primary protective barrier 
which will allow personnel to remain in the room during radiographic 
exposures. Furthermore, special electrical safety requirements are 
necessary for x-ray equipment used in the presence of explosive 
gases 16 . 



5.7 "Special Procedure" Installations 

Special procedure rooms are used for cardiovascular radiology, 
neuroradiology and tomography and differ from conventional diag- 
nostic rooms only in terms of the auxiliary equipment required. In 
general, the workload is limited by the time consumed in associated 

15 The primary protective barrier does not necessarily have to extend over the 
entire floor or wall; it may be limited to the area exposed to the useful beam plus a 
suitable margin of at least 30 cm (12 inches). 

16 Detailed information may be obtained from Underwriters' Laboratories, Inc., 
207 East Ohio Street, Chicago, Illinois 60611. 
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6.1 General 

There is considerable variation in the shielding requirements for 
therapy installations due to the wide range of energies and different 
types of equipment used. Careful planning may result in appreciable 
savings, particularly in the megavoltage range where the shielding is 
very costly. Provision for future requirements may prevent subse- 
quent serious inconvenience and expensive alterations. This consid- 
eration is important because of the trend toward higher energies and 
greater workloads. 

6.1.1 Location. Operational efficiency and initial cost, as well as 
feasibility of future expansion, should be considered when locating a 
therapy installation. Proximity to adjunct facilities, ready access for 
in-patients and out-patients, and consolidation of all therapeutic 
radiological services, however, may be more important than con- 
struction cost. For bottom floor rooms below grade, the reduction in 
shielding costs for floors and outside walls should be weighed against 
the expense of excavation, watertight sealing and of providing access. 
For rooms on or above grade, the outside walls and especially win- 
dows usually require shielding if nearby areas are occupiable; addi- 
tional structural support may be required for heavy equipment and 
for shielding floors, walls, and ceilings. 

6.1.2 Provision for Future Needs. Cost and inconvenience of future 
alterations may be reduced by providing extra rooms initially or by 
allowing for future enlargement of rooms to accommodate replace- 
ment equipment of greater size, higher energy, and with increased 
workload. If the installation is on an upper floor, room enlargement 
or contiguous expansion may be impossible. If on the ground floor, 
expansion onto the surrounding grounds may be most economical, 
requiring shielding only for walls, and possibly the ceiling, without 
floor shielding. Expansion over an occupied area may require extra 
structural support and floor shielding. Expansion underground may 
require additional excavation, possibly with relocation of sewerage 
and other services. 

17 See Section 7 for brachytherapy. 
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view the patient and the control panel from the same protected 
position. Direct window viewing is used in most superficial and 
orthovoltage installations. For megavoltage installations the cost of 
the high density glass and its lead frame may be significant. Indirect 
viewing by means of mirrors is more economical but may be less 
satisfactory. 

Closed circuit television provides considerable flexibility, as both 
camera and display (monitor) can be located for maximum conveni- 
ence 18 . Disadvantages include the need for auxiliary viewing in case 
of television equipment failure, and the cost of maintenance. 

Means for audible communication between the patient and control 
room shall be provided (e.g., voice, buzzer). 

When light localization of treatment portals is used, means for 
adjusting the light level in the room should be provided both in the 
treatment room and at the control panel. 



6.2 X-Ray Installations of Less Than 500 kV 

The term "grenz-ray therapy" is used to describe treatment with 
very soft x rays produced at potentials below 20 kV. Special structural 
shielding is usually not necessary because the ordinary building 
construction offers adequate protection against this low energy radia- 
tion. The operator and other persons (except the patient) should not 
be in the treatment room, and shall not be exposed to the unatten- 
uated useful beam. 

The term "contact therapy" is used to describe very short source- 
skin distance irradiation of accessible lesions, usually employing 
potentials of 40 to 50 kV. Generally, structural shielding is not 
required when a source-skin distance of 2.0 cm, or less, is employed, 
because of the short treatment time, i.e., low workload. 

The term "superficial therapy" is used to describe treatment with x 
rays produced at potentials ranging from 50 to 150 kV, and rooms 
used for this purpose require structural shielding. The control station 
need not be outside the therapy room. If a protective screen is used to 
protect the operator, it shall be anchored. Viewing shall be through a 
protective window, or by indirect means. The barriers should be an 
integral part of the building. 

18 Therapy equipment control panels and television displays for several facilities 
may be juxtaposed; several cameras may be used to view the patient from different 
angles; a zoom lens may be installed for patient close-up views; a pan-tilt mechanism 
for the camera may be operated from the control panel to view any portion of the 
treatment room; and additional displays may be located elsewhere. 
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quently provide more shielding than the recommended minimum 
(see NCRP Report No. 33 [9]). Unless it is established that such extra 
shielding is present, the structural shielding design shall be based on 
the assumption that only the recommended minimum is provided. If 
pertinent data on leakage radiation are available, however, apprecia- 
ble reduction in secondary barrier requirements may be possible. 
Unless the leakage is reasonably uniform in all directions, data for 
many directions (and planes) are necessary, and all possible beam 
orientations should be considered. 

When the electrons are not properly directed and/or focused on the 
target, they may strike other parts of the equipment. In such cases, 
there may be a substantial increase in the leakage radiation. This 
possibility should be considered in the shielding design and in the 
requirements for monitoring. 

It is usually difficult to treat more than fifty patients with one 
machine in an eight hour day [see Table 2 (Appendix C)]. If special 
arrangements are made to increase the workload, such as twin treat- 
ment carts which can be alternated, shielding must be correspond- 
ingly increased. If more than one work shift is used to increase the 
utilization of the equipment, added shielding for controlled areas will 
not be required unless the workload per shift is increased. Added 
shielding, however, may be required for nearby non-controlled areas. 

The control station shall be located outside the treatment rocm. 

Interlocks and warning lights shall be provided (see Sections 6.1.5 
and 8.1). The output, particularly from equipment designed to permit 
extraction of the electron beam, may be so high that a person who is 
accidentally in the treatment room when the machine is turned "ON" 
may receive an excessive exposure during the time required to reach 
an access door. This hazard can be reduced by having "cut-off" or 
"panic" buttons at appropriate positions about the treatment room, 
which, when pressed, will cause the irradiation to be terminated. 
This subject will be dealt with in greater detail in a forthcoming 
NCRP report [27]. 

Induced radioactivity in the air and treatment room is negligible 
for installations operating at up to 10 MV 21 . 

Ozone production is negligible during x-ray or gamma-ray beam 
therapy. However, some megavoltage equipment also permits elec- 
tron beam therapy which may result in significant ozone production, 
and consideration should be given to this possible hazard (see NCRP 
Report No. 51 [27]). 

21 The target of some megavoltage equipment may become sufficiently radioactive 
to present a hazard if handled during the servicing of the equipment. Therefore, a 
survey should be performed before servicing the equipment in the vicinity of the 
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In some models the source housing is designed to swivel the center 
of the useful beam away from the center of the beam interceptor. If 
the equipment has this feature, additional structural shielding is 
usually required. Electrical or mechanical means shall be provided to 
prevent irradiation when the useful beam is directed toward a barrier 
which does not have the additional thickness required by the absence 
of the beam interceptor. 
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Table 7-1 -Protective barrier transmission factor (B) per curie for 2.5 mR per hour 
(corresponding to 100 mR per 40 hours weekly exposure) 



Distance m 


"Co 


* M Ra 


,»2 Ir 


137 Cs 


1B8 Au 


0.5 


0.00048 


0.00076 


0.00114 


0.00188 


0.0027 


1 


0.00192 


0.00303 


0.00455 


0.0075 


0.0107 


1.5 


0.0043 


0.0068 


0.0102 


0.0169 


0.024 


2 


0.0077 


0.012 


0.0182 


0.0301 


0.043 


2.5 


0.012 


0.019 


0.028 


0.047 


0,067 


3 


0.0173 


0.027 


0.0404 


0.068 


0.096 



Notes: (a) Applying the appropriate value of B, the necessary thickness of shield- 
ing material may be obtained from Fig. 11, 12, or 13 (Appendix D). 

(b) If protection is required for non-occupational exposure, add one tenth value 
layer thickness for the shielding material chosen. 

(c) For quantities of material other than a curie, the permissible transmission 
(B) should be adjusted in inverse proportion. 

Example: 

The required barrier thickness for a radiation worker at a 2-meter distance from a 

50 mCi (0.05 Ci) cobalt-60 source is determined from: 

1 Ci 
B = 0.0077 (from table) x Ag = 0.154 
U.U5 Ci 

For concrete, the value of B for cobalt-60 indicates a thickness (Figure 12, Appendix 
D) of 21 cm of concrete. To protect persons other than radiation workers, one tenth 
value layer of concrete or 20.6 cm would be added, totaling about 42 cm. 

difficult to calculate because of self-absorption and the various thick- 
nesses of shielding materials through which the radiation from differ- 
ent sources must pass. However, in most cases, the radiation levels 
may be approximated by assuming that the sources are located at the 
center of the safe. 

When brachy therapy sources are in use, the protection of nearby 
persons is generally effected by means of local shielding such as L- 
blocks, lead bricks and shielded transport containers. Since the 
shielding of transport containers is often marginal, supplementary 
shielding should be provided if they are used also for storage near 
occupied areas. 

In general, structural shielding is not needed to protect against 
radiation from brachytherapy sources during the treatment of pa- 
tients. In most cases, the distance to occupied areas is sufficient to 
reduce the radiation to adequate levels (see Table 29, Appendix C). 
Structural shielding, however, is recommended where a large num- 
ber of brachytherapy cases are involved (see NCRP Report No. 37 
[11]). Concrete, rather than lead, is usually the preferred material. 

Additional shielding may be required if radiation sensitive instru- 
ments or film are in the vicinity of brachytherapy sources. 
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interlock circuit and causes the useful beam to go to the "OFF" 
condition, and 

(2) the beam does not turn "ON" again when the interlock circuit is 
restored until the equipment is manually activated from the 
control panel. 

The presence of appropriate warning signs and devices shall be 
determined. Emergency action procedures for gamma-ray beam ther- 
apy installations shall be posted near the control panel. A red warn- 
ing signal light (energized only when the useful beam is "ON") shall 
be located: (a) on the control panel, and (b) near the entrance(s) to 
megavoltage or gamma-ray beam therapy rooms in addition to other 
appropriate locations in the treatment room (see NCRP Report No. 33 
[9]). 

"Radiation Area" warning signs should be posted in all areas 
wherein a person, if he were continuously present, could receive an 
exposure in excess of 5 mR in any one hour or 100 mR in any 5 
consecutive days but less than 100 mR in any one hour. Appropriate 
"High Radiation Area" warning signs shall be posted at the entrance 
to any area wherein a person could receive an exposure of 100 mR or 
more in any one hour. Exceptions to the posting requirements for 
"High Radiation Area" signs may be permitted in locations visible to 
patients when such signs may be a source of apprehension, provided 
the personnel occupying the areas are otherwise informed of the 
radiation levels to which they could be exposed, and entrance to the 
area is strictly controlled. 



8.2 Inspection During Construction 

Visual inspection during construction is advantageous in ensuring 
compliance with specifications and revealing faulty materials or 
workmanship which can be remedied more economically at this stage 
than later. Inspection should include, where applicable: 

(a) determination of lead or concrete thickness; 

(b) determination of concrete density from samples which were 
taken at the time of casting of concrete and that "honeycomb- 
ing" or settling of heavy aggregate does not occur; 

(c) observation of the degree of overlap of lead sheets or between 
lead and other barrier material; 

(d) determination of lead glass thickness, density, and number of 
sheets in each view window; 

(e) inspection of the lead shielding behind switch boxes, lock as- 
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For the determination of the adequacy of secondary protective 
barriers, measurements shall be made employing a suitable phantom 
to simulate the patient. The near surface of the phantom should be 
placed at the usual source-skin distance. 

Certain radiation protective barriers may be tested by the use of a 
radiation source other than the final one to be employed in the 
installation. For example, a mobile x-ray unit operated at an appro- 
priate potential may be used for the determination of the radiation 
attenuation of the barriers for a radiographic or fluoroscopic x-ray 
installation. The use of a high energy gamma-ray source such as 
cobalt-60 is inappropriate for testing a lead barrier which is designed 
for a radiographic or fluoroscopic installation. 



8.4 Report of Radiation Protection Survey 

The qualified expert shall report his findings in writing. The report 
shall indicate whether or not the installation is in compliance with 
the applicable NCRP recommendations and pertinent governmental 
regulations. 

Exposure rates in nearby occupiable areas shall be indicated. 

The evaluation of the survey results shall be based upon the 
applicable MPD. Consideration shall be given to the type of area 
(controlled or non-controlled) and the degree of occupancy, the use 
factor and workload in evaluating the radiation protection of the 
installation. 

If the survey indicates that the applicable MPD could be exceeded, 
taking into account the expected workload, use factor and occupancy, 
the qualified expert shall recommend appropriate corrective meas- 
ures. These measures may include an increase in barrier thickness; 
reduction in use factor and/or workload; changes in operating tech- 
niques, equipment, mechanical or electrical restrictions of the beam 
orientation; or restriction of occupancy. 

The report should indicate whether a resurvey is necessary after 
corrections have been made. 

A copy of the report should be retained by the owner or by the 
person in charge of the installation. Any recommended limitations of 
occupancy, operating techniques and/or workload should be posted 
near the control panel. 

Written records and data of the survey should be retained for a 
period of at least 5 years by the qualified expert who performed or 
directed the survey. 
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purposes of this report, the dose equivalent in rems may be considered numeri- 
cally equivalent to the absorbed dose in rads and the exposure in roentgens.) 

dose rate: Dose per unit time. 

exposure: A measure of x or gamma radiation based upon the ionization produced in 
air by x or gamma rays. The special unit of exposure is the roentgen. (For 
radiation protection purposes of this report, the number of roentgens may be 
considered to be numerically equivalent to the number of rads or rems.) 

exposure rate: The exposure per unit time. 

filter, filtration: Material in the useful beam which absorbs preferentially the less 
penetrating radiation. 

gamma-ray beam therapy: Therapeutic irradiation with collimated gamma rays. 

half-life, radioactive: Time for the activity of any particular radionuclide to be 
reduced to one-half its initial value. 

half-value layer (HVL): Thickness of a specified substance which, when introduced 
into the path of a given beam of radiation, reduces the exposure rate by one-half 

installation: Radiation sources with associated equipment, and the space in which 
they are located. 

interlock: A device which automatically causes a reduction of the exposure rate upon 
entry by personnel into a high radiation area. Alternatively, an interlock may 
prevent entry into a high radiation area. 

kilovolt (kV): A unit of electrical potential difference equal to 1000 volts. 

kilovolt constant potential: The potential difference in kilovolts of a constant 

potential generator. 
kilovolt peak: The crest value in kilovolts of the potential difference of a 
pulsating potential generator. When only one-half of the wave is used, the 
value refers to the useful half of the cycle. 

lead equivalence: The thickness of lead affording the same attenuation, under 
specified conditions, as the material in question. 

leakage radiation: See radiation. 

maximum permissible dose equivalent (MPD): For radiation protection purposes, 
maximum dose equivalents that persons shall be allowed to receive in a stated 
period of time (See Section 1 and Table 1, Appendix C.) For radiation protection 
purposes of this report, the dose equivalent in rems may be considered numeri- 
cally equal to the absorbed dose in rads and the exposure in roentgens. 

million electron volts (MeV): Energy equal to that acquired by a particle with one 
electronic charge in being accelerated through a potential difference of one million 
volts (one MV). 

millicurie (mCi): One-thousandth of a curie. 

tnilliroentgen (mR): One-thousandth of a roentgen. 

noncontrolled area: Any space not meeting the definition of controlled area. 

normalized output (JV n ): The exposure rate (in roentgens per minute) per unit target 
current (in milliamperes) and measured at one meter from the source, after 
transmission through the barrier. The unit is Rm 2 /(mA min). 

occupancy factor (T): The factor by which the workload should be multiplied to 
correct for the degree of occupancy of the area in question while the source is 
"ON". 

occupational exposure: The exposure of an individual to ionizing radiation in the 
course of employment in which the individual's normal duties or authorized 
activities necessarily involve the likelihood of exposure to ionizing radiation. 

occupiable area: Any room or other space, indoors or outdoors, that is likely to be 
occupied by any person, either regularly or periodically during the course of his 
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radiation protection supervisor: The person directly responsible for radiation protec- 
tion, (See Section 7.2 of NCRP Report No. 33 [9].) 
radiation protection survey: An evaluation of the radiation safety in and around an 

installation. 
rem: The unit of dose equivalent. For radiation protection purposes of this report 

which covers only x and gamma radiation, the number of rems may be considered 

equivalent to the number of rads of absorbed dose in tissue or to the number of 

roentgens of exposure. 
Rhm (deprecated): Roentgens per hour at one meter from the effective center of the 

source (target). In gamma-ray beam therapy, this distance is measured to the 

nearest surface of the source as its effective center generally is not known. 
roentgen (R): A special unit of exposure equal to 2.58 x 10~ 4 coulomb per kilogram of 

air. 
scattered radiation: See radiation. 
secondary protective barrier: See protective barrier. 
shall: Shall indicates a recommendation that is necessary to meet the currently 

accepted standards of radiation protection. 
should: Should indicates an advisory recommendation that is to be applied when 

practicable. 
shutter: (1) In beam therapy equipment, a device fixed to the x-ray or gamma-ray 

source housing to intercept the useful beam. (2) In diagnostic equipment, an 

adjustable device used to collimate the useful beam. 
source: A discrete amount of radioactive material or the target (focal spot) of the x- 

ray tube. 

sealed source: A radioactive source sealed in a container or having a bonded 
cover, in which the container or cover has sufficient mechanical strength to 
prevent contact with and dispersion of the radioactive material under the 
conditions of use and wear for which it was designed. 
source housing: See protective source housing. 

source-surface distance (SSD): The distance, measured along the central ray, from 
the center of the front surface of the source (x-ray focal spot or sealed radioactive 

source) to the surface of the irradiated object. 
stray radiation: See radiation. 
survey: See radiation protection survey. 
teletherapy: See gamma-ray beam therapy. 
tenth-value layer (TVL): Thickness of a specified substance which, when introduced 

into the path of a given beam of radiation, reduces the exposure rate to one-tenth. 
therapeutic-type protective tube housing: 

(a) For x-ray therapy equipment not capable of operating at peak tube 
potentials of 500 kV or above, the following definition applies: An x-ray tube 
housing so constructed that the leakage radiation at a distance of one meter 
from the source does not exceed one roentgen in an hour when the tube is 
operated at its maximum rated continuous current for the maximum rated tube 
potential. 

(b) For x-ray therapy equipment capable of operating at peak tube potentials 
of 500 kV or above, the following definition applies: An x-ray tube housing so 
constructed that the leakage radiation at a distance of one meter from the 
source does not exceed either one roentgen in an hour or 0. 1 percent of the useful 
beam exposure rate at one meter from the source, whichever is the greater, 
when the machine is operated at its maximum rated continuous current for the 
maximum rated accelerating potential. 



APPENDIX B 



Computation of Barrier 
Requirements 



The basic principles of shielding design are discussed in Section 2. 
Using these principles and the tables in Appendix C, it is possible to 
determine directly the barrier requirements for most situations. For 
other conditions it is necessary to compute the required thicknesses 
using the graphs of Appendix D. The required steps are shown below. 



B.l Computation of Thickness of Primary Protective 

Barrier 

The curves of Figures 1 through 5 (Appendix D) indicate the 
attenuation of x rays in a lead or concrete barrier as a function of the 
barrier thickness. In each graph, the quotient of the exposure at one 
meter from the target and the workload appears as the ordinate with 
the value of the weekly workload, W, given in milliampere minutes. 
It may be noted that the curves are strongly dependent upon the 
barrier material and the kilovoltage of the radiation. Thus, there is a 
characteristic curve for each kilovoltage in each type of barrier mate- 
rial. 26 

The weekly exposure, X u , from the useful beam at the point of 
interest, which is at a distance, d vrh from the source, is related to the 
exposure rate at one meter, X u , by the following equation 

XJ ( , 

26 The question sometimes arises as to whether a family of curves is required for a 
given kilovoltage in order to provide data for different amounts of filtration. For 
ordinates in terms of roentgens per milliampere minute, the curves for a range of 
practical filtrations at a given x-ray potential essentially coincide at other than very 
small thicknesses of the barrier materials. Thus, a family of curves is not necessary 
for practical protection design calculations. 

49 
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Fig. B-l. Geometry used in deriving equations for computing thickness of pri- 
mary protective behavior, S p , and of secondary protective barrier, S s . 

If we define the normalized output, X n , as the exposure rate per 
unit target current, / (in milliamperes), measured at one meter, then 
Xi = XJI orX u = X n L Substituting forX u in equation 2 



P = (BuxX) 



It 



Wprt) 8 



(3) 



Substituting It = W, the weekly workload in milliampere minutes, 
into the above equation and rearranging terms: 



B ux X n = P 



w 



(3a) 



Setting the left hand side of equation 3a equal toK ux , the number of 
roentgens per milliampere minute in a week for the useful beam 
normalized at one meter: 



K\ix — 



P(d PTl ) 2 
W 



(3b) 



However, in order to recognize that the primary protective barrier 
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When the radiation is obliquely incident on a barrier, the required 
thickness of the barrier will be less than that obtained by the above 
calculations. The difference between these thicknesses depends on (a) 
the angle of obliquity, 0, between the radiation direction and the 
normal to the barrier, (b) the barrier material, (c) the required 
attenuation, and (d) the energy of the radiation. If there were no 
radiation scattering in the barrier material, the relation between the 
computed thickness, S/cos 0, and actual thickness, S, of barrier for 
obliquely incident radiation would be that illustrated in Figure B-2. 
However, for large angles of obliquity an incident photon in its 
scattered path may travel a thickness of less than S/cos before 
emerging from the barrier. This effect may necessitate a thickness of 
barrier greater than S. For most practical situations the effect is 
small and can be treated as a small increase in the approximate 
thickness, S (see Reference 13 for more details). If the attenuation 
required is 1000 and the angle of obliquity is 50 degrees, the increase 
for concrete barriers is about 2 HVL for low energy photons and about 
1 HVL for high energy photons. For angles of 60 and 70 degrees, each 
of the above thicknesses should be increased by one and two HVL 
respectively. For lead barriers and a required attenuation of 1000, the 




Possible 
\ scottered 
* photon 

path 

Fig. B-2 Relation between the path length, S/cos $, of radiation incident on a 
barrier with an angle of obliquity, 0, and the thickness of the barrier, S. 
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1000 P(d sec ) 2 



B LX (or B tg ) = ^ 



[For therapy equipment above"! 

I 0.5 MV without target (5d) 

[current meter J 



For x-ray therapy equipment with a target current meter and 
operating at 500 kV and above, the workload may be expressed as 
milliampere minutes in a week. Since X u = X n I, from equation 5a 

Since It = W (in milliampere minutes per week) and U is equal to 
unity for leakage radiation, then 

0.001 X B WT 

x > = ( dsec y m 

A barrier having a transmission factor B Lx is required to reduce the 
weekly exposure to P. Thus 



0.001 X n WT 

V^sec/ 

Rearranging and solving for the transmission factor 



P = B LX X L = B LX ' (J ; 2 (5g) 



1000 P(d sec ) 2 f For therapy equipment above] 

X n WT 



B/,x - £ WT I °" 5 MV with a target I (5h) 



Lpurrent meter 

For therapeutic-type protective tube housings of equipment operat- 
ing below 500 kV, the leakage, L, is limited to 1 roentgen in an hour 
at 1 m from the source when the tube is operating at the maximum 
rated continuous tube current, /. The equivalent of equation 5a is 
therefore 

(d sec ) 2 60 



Since W = It, 



and it follows that 



1 W 

Zi = (Zj^6o7 (5j) 



P _ m )( y , _ (Bz-x) W 

T- (B ^ )(X ^- {dZfWl (5k) 
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Fig. B-3. Relation between the transmission, B Lx or B u > and the number of Mlf- 
value layers, N, or tenth-value layers, n. 



crete. Substituting in Equation (5n), the required barrier thickness for leak- 
age radiation is: 

S L = (5.2) (0.88) = 4.57 mm lead 
S L = (5.2) (2.8) = 14.4 cm concrete 

Refer to B.2. 2 for an example of the thickness of scattered radiation protec- 
tive barrier and B.2. 3 for an example of the total secondary protective bar- 
rier. 



B.2. 2 Barrier Against Scattered Radiation 

Radiation scattered from an irradiated object has a much lower 
exposure rate, X s > than that of the incident radiation, X U9 and usually 
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Table B-2 -Ratio, a, of scattered to incident exposure* 







Scattering Angle (from Central Ray) 




Source 


30 


45 


60 


90 


120 


135 


X Rays 

50 k^ 


0.0005 


0.0002 


0.00025 


0.00035 


0.0008 


0.0010 


70 kY" 


0.00065 


0.00035 


0.00035 


0.0005 


0.0010 


0.0013 


100 kV* 


0.0015 


0.0012 


0.0012 


0.0013 


0.0020 


0.0022 


125 kV 


0.0018 


0.0015 


0.0015 


0.0015 


0.0023 


0.0025 


150 kV* 


0.0020 


0.0016 


0.0016 


0.0016 


0.0024 


0.0026 


200 kV 6 


0.0024 


0.0020 


0.0019 


0.0019 


0.0027 


0.0028 


250 kV* 


0.0025 


0.0021 


0.0019 


0.0019 


0.0027 


0.0028 


300 kV 


0.0026 


0.0022 


0.0020 


0.0019 


0.0026 


0.0028 


4MV C 


_ 


0.0027 


- 


- 


- 


— 


6MV d 


0.007 


0.0018 


0.0011 


0.0006 


- 


0.0004 


Gamma Rays 














137 Cs e 


0.0065 


0.0050 


0.0041 


0.0028 


- 


0.0019 


«°Co f 


0.0060 


0.0036 


0.0023 


0.0009 


- 


0.0006 



a Scattered radiation measured at one meter from phantom when field area is 400 
cm 2 at the phantom surface; incident exposure measured at center of field one meter 
from the source but without phantom. 

b From Trout and Kelley (Radiology 104, 161 (1972)). Average scatter for beam 
centered and beam at edge of typical patient cross-section phantom. Peak pulsating 
x-ray tube potential. 

c From Greene and Massey (Brit. J. Radiology 34, 389 (1961)), cylindrical phan- 
tom, i j • i 

d From Karzmark and Capone (Brit, J. Radiology 41, 222 (1968)), cylindrical 

phantom. 

e Interpolated from Frantz and Wyckoff (Radiology 73, 263 (1959)), these data were 
obtained from a slab placed obliquely to the central ray. A cylindrical phantom 
should give smaller values. 

' From Mooney and Braestrup (AEC Report NYO 2165 (1967)), modified for F = 
400 cm. 2 

one that corresponds to the value of K ux on the pertinent attenuation 
curve. 
Example: 

Determine the thickness of scattered radiation protective barrier neces- 
sary to protect a controlled area 2.1 meters (7 feet) from the scatterer (pa- 
tient) using a 250 kV x-ray therapy machine having a weekly workload of 
20,000 mA min. The wall in question adjoins an area with an occupancy 
factor of unity and the treatment distance is 50 cm (0.5 m) 



p 


= 


0.1 R 




^sec 


= 


2.1 m 




^sca 


= 


0.5 m 




a 


= 


0.0019 




W 


= 


20,000 mA 


min 
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Table B-2. The required concrete or lead thicknesses can then be 
determined from the attenuation curves shown in Figures 14, 15, 16, 
17 (Appendix D). 



B.2.3 Barrier Against Stray Radiation 

If the required barrier thickness for leakage and scattered radia- 
tions are found to be approximately the same, one HVL should be 
added to the larger one to obtain the required total secondary barrier 
thickness. If the two differ by at least one TVL, the thicker of the two 
will be adequate. 

Example: 

Examples of the computation of leakage and scattered radiation protective 
barriers were given in B.2.1 and B.2.2 for a 250 kV x-ray therapy machine. 

Table B-3 —Assumptions used in calculating secondary barrier requirements, 
Appendix C, Tables 5-24 



Installations 


/* 


a b 


dteS 


^ 


100k V e diagnostic fluoroscopic 


5 


0,0013 


0.45 


400 


125kV e diagnostic fluoroscopic 


4 


0.0015 


0.45 


400 


150kV e diagnostic fluoroscopic 


3.3 


0.0016 


0.45 


400 


100k V e diagnostic radiographic 


5 


0.0013 


0.8 


1000 f 


125k V e diagnostic radiographic 


4 


0.0015 


0.8 


lOOtK 


150k V e diagnostic radiographic 


3.3 


0.0016 


0.8 


1000 f 


50k V e x-ray therapy 


10 


0.00035 


0.25 


400 


100k V e x-ray therapy 


5 


0.0013 


0.25 


400 


150kV e x-ray therapy 


5 


0.0016 


0.5 


400 


200kV e x-ray therapy 


20 


0.0019 


0.5 


400 


250k V e x-ray therapy 


20 


0.0019 


0.5 


400 


300k V e x-ray therapy 


20 


0.0019 


0.5 


400 


1000kV e x-ray therapy 


-8 


0.001 


1 


400 


2000k V e x-ray therapy 


_B 


0.001 


1 


400 


3000kV e x-ray therapy 


_8 


0.001 


1 


400 


4000k V e x-ray therapy 


_e 


— 


— 


__ 


6000k V e x-ray therapy 


_« 


0.006 


1 


400 


8000kV e x-ray therapy 


_s 


— 


_ 


_ 


10000kV e x-ray therapy 


8 


_ 


_ 


_ 


137 Cs teletherapy 


_g 


0.0028 


0.5 


400 


60 Co teletherapy 


— 8 


0.0009 


0.5 


400 



a J is the maximum rated continuous tube current in milliamperes at the tube 
potential listed. 

b a is the ratio of scattered to incident exposure at 1 meter (see Table B-2). 

c d sca is the distance in meters from the radiation source to the scatterer. 

d F is the field area at the scatterer in cm 2 . 

e Peak pulsating x-ray tube potential. 

f Based on 36 x 43 cm (14 x 17 inch) field at 1 meter. 

* Source housing leakage 0.1 percent of useful beam exposure rate. 
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Table I —Maximum permissible dose equivalent recommendations (MPD) a 

[The indicated values are for the limited scope of this report. See NCRP Report No. 39 

[2] for more complete information.] 

w 1 1 t\ h ^-Si^ri 111 _* Maximum Maximum Accumu- 

Weekly Dose" endar^Quarter YeaHy Do8e lflted DoaeC 

rem'' rem" rem'* rem' 1 

Controlled Areas 

Whole body, gonads, red 0.1 3 5 5 (AM8)* 
bone marrow, lens of eye 

Skin of whole body — 

Hands — 

Forearms — 

Non-controlled Areas 0.01 

a Exposure of patients for medical and dental purposes is not included in the 
maximum permissible dose equivalent. 

b For design purposes only. 

c Long-term accumulation of combined retrospective and prospective whole-body 
dose equivalent. 

d The numerical value of the dose equivalent in rem may be assumed to be equal to 
the numerical value of the exposure in roentgens for the purposes of this report. 

e N - age in years and is greater than 18. 
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Table ^-Occupancy factors for non-occupationally* exposed persons* 
[For use as a guide in planning shielding where other occupancy data are not 

available.] 



Full Occupancy (T = 1) 



Work areas such as offices, laboratories, shops, wards, nurses' stations; living 
quarters; children's play areas; and occupied space in nearby buildings. 



Partial Occupancy (T = l U) 



Corridors, rest rooms, elevators using operators, unattended parking lots. 



Occasional Occupancy (T = Vie) c 



Waiting rooms, toilets, stairways, unattended elevators, janitors' closets, outside 
areas used only for pedestrians or vehicular traffic. 

a The occupancy factor of occupational^ exposed persons, in general, may be 
assumed to be one (see text, Section 2, for discussion). 

b It is advantageous in shielding design to take into account that the occupancy 
factor in areas adjacent to the radiation room usually is zero for any space more than 
2.1 m (7 feet) above the floor as the height of most individuals is less. It is possible, 
therefore, to reduce the thickness of the wall shielding above this height provided the 
radiation source is below 2.1 m (7 feet). In determining the shielding requirements 
for wall areas above 2.1 m (7 feet), consideration must be given to the protection of 
any persons occupying the floor above the areas adjacent to the radiation room. The 
wall areas over 2.1 m (7 feet) from the floor of the radiation room must also have 
sufficient shielding to adequately reduce the scattering from the ceiling of adjacent 
rooms toward occupants. 

c It should be noted that the use of an occupancy factor of Vis may result in full- 
time exposures in non-controlled areas greater than 2 mR in any one hour or 100 mR 
in any seven consecutive days. 
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Table 26 —Commercial lead sheets 





Thickness 


Weight in Pounds for a 


1 Square Foot Section 


Inches 


Millimeter equivalent 


Nominal weight 


Actual weight 


VS4 


0.40 


1 


0.92 


3 /l28 


0.60 


1V2 


1.38 


X /S2 


0.79 


2 


1.85 


5 /l28 


1.00 


2V 2 


2.31 


3 /64 


1.19 


3 


2,76 


7 /l28 


1.39 


3V 2 


3.22 


_ 


1.50 


- 


3.48 


Vie 


1.58 


4 


3.69 


5 /64 


1.98 


5 


4.60 


3 /32 


2.38 


6 


5.53 


— 


2.5 


— 


5.80 


— 


3.0 


__ 


6.98 


Vb 


3.17 


8 


7.38 


5 /32 


3.97 


10 


9.22 


3 /ie 


4.76 


12 


11.06 


7 /32 


5.55 


14 


12.9 


l U 


6.35 


16 


14.75 


v 3 


8.47 


20 


19.66 


2 / 5 


10.76 


24 


23.60 


Va 


12.70 


30 


29.50 


2 /3 


16.93 


40 


39.33 


1 


25.40 


60 


59.00 



Notes: 

1. The density of commercially rolled lead is 11.36 g cm~\* 

2. The commercial tolerances are ±0.005 inches for lead up to 7 /i28 and ± V32 
heavier sheets.* 

3. It should be noted that lead sheet less than V32 inch thick is frequently more 
expensive than heavier sheet in cost of material and cost of installation. 

* Lead Industries Association, Inc., 292 Madison Avenue, New York. 
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Fig. 1 Attenuation in lead of x rays produced at potentials of 50 to 150 kV peak. 

The measurements were made with a 90° angle between the electron beam and the 
axis of the x-ray beam and with pulsed waveform. The filiations were 0.5 mm of 
aluminum for 50 kV, 1.5 mm of aluminum for 70 kV, and 2.5 mm of aluminum for 100, 
125 and 150 kV (Kelley and Trout [15]). 

[Data courtesy of the authors and Radiology.] 

28 Full sized reproductions of the figures are available as an adjunct to this report. 
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Fig. 3 Attenuation in concrete of x rays produced by potentials of 50 to 300 kV 
peak; 400 kV constant potential. 

The measurements were made with a 90° angle between the electron beam and the 
axis of the x-ray beam. The curves for 50 to 300 kV are for a pulsed waveform. The 
nitrations were 1 mm of aluminum for 50 kV, 1.5 mm of aluminum for 70 kV, 2 mm of 
aluminum for 100 kV, and 3 mm of aluminum for 125, 150, 200, 250, and 300 kV (Trout 
et al. [17]). The 400 kV curve was interpolated from data obtained with a constant 
potential generator, and inherent filtration of approximately 3 mm of copper (Miller 
and Kennedy [16]). 

[Data courtesy of the authors and Radiology.] 
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Fig. 5 Attenuation in concrete of x rays produced by potentials of 0.5 to 3 MV 
constant potential. 

The measurements were made with a 0° angle between the electron beam and the 
axis of the x-ray beam and with a constant potential generator. The 0.5 and 1 MV 
curves were obtained with filtration of 2.8 mm of copper, 2.1 mm of brass, and 18.7 
mm of water (Wyckoff et at. [18]). The 2 MV curve was obtained by extrapolating to 
broad-beam conditions (E. E. Smith) the data of Evans et al. [19]. The inherent 
filtration was equivalent to 6.8 mm of lead. The 3 MV curve has been obtained by 
interpolation of the 2 MV curve given herein, and the data of Kirn and Kennedy [21]. 

[Data courtesy of the authors, Radiology and Nucleonics.] 
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Fig. 7 Transmission through concrete, density 2.35 g cm~ 3 (147 lb ft" 3 ), of x rays 
produced at 4 to 10 MV. Based on NCRP Report No. 51 [27]. 
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Fig. 9 Transmission through lead and steel of 6 MV primary x rays scattered at 
90°. 

The measurements were made with 6-MV radiation scattered at 90° from a 
cylindrical unit density phantom, 27 cm diameter, 30 cm long with its center located 
100 cm from the target (Karzmark and Capone [22]). 

[Data courtesy of the authors and The British Journal of Radiology.] 
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Fig. 11 Transmission through lead of gamma rays from selected radionuclides. 

Radium (Wyckoff and Kennedy [23]); cobalt-60, cesium-137, gold-198 (Kirn et al. 
[13]); iridium-192 (Ritz [24]). 

[Data courtesy of the authors. Radiology, Journal of Research NBS, Non-Destruc- 
tive Testing (now known as Materials Evaluation) and with permission of The 
American Society for Nondestructive Testing, Inc.] 
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Fig. 13 Transmission through iron of gamma rays from selected radionuclides. 

Radium (Wyckoff and Kennedy [23]); cobalt-60, cesium-137 (Kirn et al. [13]); 
iridium-192 (Ritz [24]). 

[Data courtesy of the authors, Radiology, Journal of Research NBS, Non-Destruc- 
tive Testing (now known as Materials Evaluation) and with permission of the 
American Society for Nondestructive Testing, Inc.] 
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60 70 

Fig. 15 Transmission through concrete, density 2.35 g cm"' 1 (147 lb ft -3 ), of 
cobalt-60 radiation scattered from a cylindrical unit density phantom, 20 cm diam- 
eter field, at 1 m from source (Mooney and Braestrup 125}). 

[Data courtesy of the authors.] 
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Fig. 17 Transmission through concrete, density 2.35 g cm" 3 (147 lb ft" 3 ), of 
cesium-137 scattered radiation (interpolated from Frantz and Wyckoff [26]). 
[Data courtesy of the authors and Radiology.] 
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The National Council on Radiation Protection and Measurements 
is a nonprofit corporation chartered by Congress in 1964 to: 

1. Collect, analyze, develop, and disseminate in the public interest 
information and recommendations about (a) protection against 
radiation and (b) radiation measurements, quantities, and 
units, particularly those concerned with radiation protection; 

2. Provide a means by which organizations concerned with the 
scientific and related aspects of radiation protection and of ra- 
diation quantities, units, and measurements may cooperate for 
effective utilization of their combined resources, and to stimu- 
late the work of such organizations; 

3. Develop basic concepts about radiation quantities, units, and 
measurements, about the application of these concepts, and 
about radiation protection; 

4. Cooperate with the International Commission on Radiological 
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and Measurements, and other national and international orga- 
nizations, governmental and private, concerned with radiation 
quantities, units, and measurements and with radiation protec- 
tion. 

The Council is the successor to the unincorporated association of 
scientists known as the National Committee on Radiation Protection 
and Measurements and was formed to carry on the work begun by the 
Committee. 

The Council is made up of the members and the participants who 
serve on the fifty-four Scientific Committees of the Council. The 
Scientific Committees, composed of experts having detailed knowl- 
edge and competence in the particular area of the Committee's inter- 
est, draft proposed recommendations. These are then submitted to 
the full membership of the Council for careful review and approval 
before being published. 

The following comprise the current officers and membership of the 
Council: 
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Currently, the following Scientific Committees are actively en- 
gaged in formulating recommendations: 

SC-l; Basic Radiation Protection Criteria 

SC-7: Monitoring Methods and Instruments 
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SC-54: Bioassay for Assessment of Control of Intake of Radionuclides 

In recognition of its responsibility to facilitate and stimulate coop- 
eration among organizations concerned with the scientific and re- 
lated aspects of radiation protection and measurement, the Council 
has created a category of NCRP Collaborating Organizations. Orga- 
nizations or groups of organizations which are national or interna- 
tional in scope and are concerned with scientific problems involving 
radiation quantities, units, measurements and effects, or radiation 
protection may be admitted to collaborating status by the Council. 
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